the previous observations of Lindholm et al. [5] . While single data are not indicative of the anesthesia status, the variable time adds more power to the BIS value. This is the most important issue of the paper by Petsiti et al. because it shows the efficacy of DHT as a risk factor for perioperative mortality, even if the BIS monitoring system is questionable [1] .
BIS monitor was the first electroencephalography-(EEG-) based DOA monitor. It is the most widely used system to assess the monitoring of DOA; nevertheless during the last 15-20 years a number of EEG-based technologies have become commercially available. Although several algorithms have been used for patenting brain monitors and many indices are used as references for monitoring the DOA at the moment, there is no device to assess the exact level of anesthesia. Jensen and colleagues have long studied level of consciousness during GA. They published on the detrended fluctuation analysis of EEG, proponing several indexes in order to characterize the patient state (awake, sedated, and anesthetized states) [6] . Nevertheless, as stated by them, these indices are able to detect the loss of consciousness but not to assess the exact level of anesthesia. In the meantime, others have proposed complex algorithms combining EEG analysis and no EEG parameters. Schneider et al. [7] studied a combination of standard monitoring, EEG parameters, and patient and drug information demonstrating that it is possible to separate the different anesthetic levels. However, their pattern is a complex analysis with a late construction which is difficult to apply in order to immediately recognize intraoperative awakening, in particular under neuromuscular blockade.
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They concluded that "additional studies are required to validate results of the current study." Recently, the authors of the Michigan Awareness Control Study [8] concluded that they were not able to find an alert threshold for both anesthetic drugs and BIS values and there is the necessity for an individualized anesthetic strategy.
Fortunately, as we are writing the progress of science does not stop. Thus, we are witnessing a rapid evolution of the brain monitoring EEG-based techniques. The studies of Boly et al. [9] on the spectral EEG changes after propofol administration are very important, and Purdon et al. [10] published their fascinating research, explaining that EEG pattern (and its changing) is indicative in real time of the patient transaction from consciousness to the anesthesia status. We hope that these technologies are perfected and soon on a large scale distributed to permanently solve the AA problem and cut down the postoperative complications due to DHT. At the same time the attempts as those of Petsiti are much appreciated.
